
This resource is intended for home-based primary care (HBPC) providers and practice staff to 
provide procedure recommendations for replacement of gastrostomy tube in the home setting. 
This resource was developed utilizing Centers for Medicare & Medicaid Services (CMS)  
guidelines and requirements and can be referenced for further details.

Gastrostomy Tube Replacement  
        Procedure for HBPC Providers

Purpose 

	� Clean table or other surface
	� Gloves
	� Clean surface barrier
	� Sterile gastrostomy tube that is the same 

size as the current tube
	 �10 ml syringe to inflate gastrostomy tube 

balloon
	 �Appropriate syringe to flush the 

gastrostomy tube
	� Gauze or tube dressing
	� Towels that may be needed to absorb tube 

feedings and gastric secretions
	� Water-soluble lubricant
	� 7-10 ml of sterile or distilled water
	� Surgical mask
	� Eye protection
	� Stethoscope

Figure 1. Equipment

Equipment 
(Figure 1) 

Figure 2. Deflate the balloon after testing

Procedure 
Gastrostomy 
Tube 
Replacement 
Instructions

1.	 Wash hands.
2.	� The patient should be situated in a 

comfortable supine position.
3.	� Place the needed equipment on a clean 

surface.
4.	� Put on gloves, a surgical mask, and eye 

protection.
5.	� Examine the gastrostomy tube for defects  

and test the balloon for leakage by instilling 
5-10 ml of sterile or distilled water.

6.	 Deflate the balloon after testing. (Figure 2)
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Figure 3. Apply a small amount of lubricant to the  
end of the replacement gastrostomy tube

Figure 4. Move the external bumper 3-4 cm  
above the previously noted distance/markings  
of the old tube

Figure 5. A bumper (bolster) type gastrostomy 
tube can be changed or removed at home 
using traction removal without local anesthesia, 
although some patients and specialists prefer 
changing this type of tube endoscopically.

7.	� Apply a small amount of lubricant to the 
end of the replacement gastrostomy tube. 
(Figure 3)

Procedure 
Gastrostomy Tube 
Replacement 
Instructions 
(continued)

8.	� Make sure the external bumper slides up 
the tube for placement.

9.	� Move the external bumper 3-4 cm above 
the previously noted distance/markings of 
the old tube. Note, this does not apply to 
low profile gastrostomy tubes. (Figure 4)

10.	� Set the replacement tube on a clean surface 
(usually back inside the sterile packaging).

11.	� Place paper towel or a cloth towel around 
the gastrostomy tube area to absorb 
any leakage of tube feeding or gastric 
secretions.

12.	� The provider can stand on either the  
right- or left-hand side of the patient.

13.	� Before removal, review and identify the 
brand, type, and size of the tube, and the 
external centimeter markings on the current 
gastrostomy tube, so the replacement 
gastrostomy tube is placed in the correct 
position.

14.	� A bumper (bolster) type gastrostomy tube 
(see Figure 5) can be changed or removed 
at home using traction removal without 
local anesthesia, although some patients 
and specialists prefer changing this type 
of tube endoscopically. Consider checking 
with the specialist who placed this type of 
gastrostomy tube for their input.

15.	� Remove bumper (bolster) type gastrostomy 
tube by placing non- dominant hand flat 
against the abdomen for counter pressure 
with the gastrostomy tube fitting in the web 
between the thumb and index finger.
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16.	� Wrap the gastrostomy tube around the 
fingers of the dominant hand until the hand 
is within a few centimeters of the abdominal 
wall and pull firmly on the gastrostomy tube 
to remove.

17.	� Remove balloon-type gastrostomy tube by 
first deflating the balloon in the old tube 
using a syringe. If no fluid can be aspirated 
from the balloon and there is concern the 
valve may be malfunctioning, the valve can 
be cut off to allow any fluid in the balloon 
to escape.

18.	� Place non-dominant hand against the 
abdomen for counter pressure. Gently pull 
out the old tube using the dominant hand. 
Discard the old tube. (Figure 6)

Procedure 
Gastrostomy Tube 
Replacement 
Instructions 
(continued)

Figure 6. Wrap the gastrostomy tube around the 
fingers of the dominant hand until the hand is 
within a few centimeters of the abdominal wall 
and pull firmly on the gastrostomy tube to remove

Figure 7. Move the external bumper/bolster down  
gastrostomy tube until a snug fit is achieved

19.	� Insert the replacement gastrostomy tube 
into the stoma with gentle pressure beyond 
the previously noted distance/markings on 
the gastrostomy tube. Inflate the balloon 
with the appropriate amount (usually 7-10 
ml) of sterile or distilled water. (Figure 7)

20.	� Gently pull back on the gastrostomy tube 
until resistance is met. This will ensure the 
retention balloon is secured against the 
stomach wall.

21.	� Wipe any secretions off the tubing.  
Move the external bumper/bolster 
down gastrostomy tube until a snug fit is 
achieved.

22.	� Make sure that the external bumper is  
not too tight against the skin (should not 
compress the abdominal wall which can 
lead to pressure ulcers) and the tube can  
be freely rotated. Note, a low profile 
gastrostomy tube does not have an external 
bumper/bolster.

23.	� Verify gastrostomy tube position by using  
a syringe to flush air or water into the 
stomach and listening with a stethoscope, 
or by aspirating gastric contents through 
the feeding tube port. (Figure 8)

24.	� Wash hands post-procedure and document 
the procedure including the brand and type 
of tube, the external centimeter markings of 
the bumper on the gastrostomy tube, and 
the lot and expiration.

Figure 8. Verify gastrostomy tube position by 
using a syringe to flush air or water into the 
stomach and listening with a stethoscope
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•	 �CPT code 43762 (replaced 43760 in 2019) is defined by Current Procedural Terminology 
(CPT) as replacement of gastrostomy tube, percutaneous, includes removal, when 
performed, without imaging or endoscopic guidance, not requiring the revision of 
gastrostomy tract.

•	 �An appropriate ICD (International Statistical Classification of Diseases) 10 diagnosis code 
for the procedure is Z43.1: Encounter for attention to gastrostomy for routine care.

•	 �CPT 43762 CMS National Payment Amount $273.91; wRVU 0.73. (2026)

Billing 

•	� If the gastrostomy tube becomes dislodged within 14 days after initial placement, contact 
the provider who performed the procedure to reinsert as endoscopic or fluoroscopic 
replacement may be necessary.1

•	� A family member or caregiver can be trained to perform a balloon-type gastrostomy 
tube change at home (emergently or routine), thereby minimizing trips to the ED for 
gastrostomy tube dysfunction.

•	� Order a replacement tube through the tube feeding supplier after the replacement so 
there will be a replacement tube at the home for emergencies.

•	� Balloon-type gastrostomy tubes can be changed every 3-4 months, although there are 
currently no consensus recommendations on the frequency of gastrostomy tube change.

1 Mincheff, TV Early dislodgement of percutaneous and endoscopic gastrostomy tube. J S C Med Assoc. 2007; 103(1):13-5
Additional Resource: New England Journal of Medicine Gastrostomy Tube Exchange YouTube Video: https://youtu.be/NxSiuxUidfw

Other 
Considerations
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The HCCIntelligence™ Community provides exclusive access to a wealth of resources 
tailored for home-based medical care professionals. Benefit from free access to our entire 

library of online courses and HCCIntelligence™ Premier Resources. Engage in 1-on-1 Office Hour 
sessions with a subject matter expert in home-based medical care, including a nationally Certified 
Professional Coder (CPC®). Participate in a Discussion Forum to connect with peers, including our 

House Call Advisor Network, and stay on the leading edge of home-based medical care. Utilize 
our propriety AI-driven chatbot, built on the expertise of seasoned house call professionals, to 

access expert-curated home-based medical care insights, best practices, and real-time solutions.

Join the HCCIntelligence™ Community at  
bit.ly/hccintelligence-community.

HCCIntelligence™ is for educational  
and informational purposes only and 
should not be relied upon as medical 
advice. Information is accurate at the 
time of publication and is subject to 
change year to year.

HCCIntelligence™ is funded  
in part by a grant from  
The John A. Hartford Foundation. hccinstitute.org

https://youtu.be/NxSiuxUidfw 

